Disposable (infant) surface electrocardiogram electrodes in urodynamics: a simultaneous comparative study of electrodes.
Substantiated by the simultaneous comparison with wire and rectal catheter electrodes, disposable surface electrocardiogram electrodes developed for infants have proved to be easy to place, well tolerated and reliable for urodynamic testing in more than 400 clinical urodynamic evaluations.